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Abstract 

The subthalamic nucleus (STN) is a common anatomical target for deep brain stimulation (DBS) for the treatment of 
Parkinson's disease. However, the effects of stimulation may spread beyond the STN. Ongoing research aims to identify 
nearby anatomical structures where DBS-induced effects could be associated with therapeutic improvement or side effects. 
We previously found that DBS lead location determines the rate - abrupt vs. gradual - with which therapeutic effect washes 
out after stimulation is stopped. Those results suggested that electrical current spreads from the electrodes to two spatially 
distinct stimulation targets associated with different washout rates. In order to identify these targets we used computational 
models to predict the volumes of tissue activated during DBS in 14 Parkinson's patients from that study. We then 
coregistered each patient with a stereotaxic atlas and generated a probabilistic stimulation atlas to obtain a 3-dimensional 
representation of regions where stimulation was associated with abrupt vs. gradual washout. We found that the therapeutic 
effect which washed out gradually was associated with stimulation of the zona incerta and fields of Forel, whereas abruptly- 
disappearing therapeutic effect was associated with stimulation of STN itself. This supports the idea that multiple DBS 
targets exist and that current spread from one electrode may activate more than one of them in a given patient, producing 
a combination of effects which vary according to electrode location and stimulation settings. 
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Introduction 

The subthalamic nucleus (STN) is a common anatomical target 
for deep brain stimulation (DBS) for the treatment of Parkinson's 
disease [1], and is being assessed for treatment of other disorders 
[2-4]. Over the past decade studies on subthalamic deep brain 
stimulation have looked for anatomical targets that optimize 
clinical outcomes [5-11]. However, the problem of relating 
electrode location to clinical results poses several challenges. First, 
although the location of the stimulating electrode contact within 
the brain can be determined from post-operative imaging, clinical 
effects derive not from that single point but from a surrounding 
volume of tissue activated (VTA) by the spread of electrical 
current, and this volume must be estimated. Second, the electrode 
is surrounded by multiple anatomical structures, each of which 
may be associated with different stimulation effects. Thus, the 
actual effects observed will be a mixture, reflecting overlap 
between VTA and different anatomical structures. Since many 
structures cannot be imaged in vivo, individual patient data must 
be coregistered with a detailed neuroanatomical atlas to identify 
these possible structures. Third, any data-based attempt at relating 
VTAs to clinical effects must employ some form of averaging 



whereby VTAs of multiple patients are combined to estimate a 
probability distribution function for chnical effects conditional on 
stimulation location. 

We previously described two spatially distinct and therapeuti- 
cally effective stimulation sites in the vicinity of the STN, 
distinguishable by the rate at which therapeutic effects on 
bradykinesia "wash out" after stimulation is turned off [12]. 
There was a statistically significant relationship between the 
location of active electrode contacts and the proportion of fast vs. 
slow washout. We found that when electrodes were located 
laterally most of the DBS effect disappeared abruptly, after which 
a small amount of residual effect washed out in a slow, gradual 
fashion. When electrodes were located medially, very little of the 
effect disappeared abruptly and most of it washed out slowly. This 
suggested that electrical current was spreading from the electrodes 
to two spatially distinct stimulation targets, with one or the other 
target activated preferentially according to electrode position. 
However, because of the diHiculties enumerated above, we could 
not determine what neuroanatomical structures were actually 
responsible for the fast- and slow-washout effects. To address this, 
in the present paper, we use previously published approaches to 
identify these potentially different targets. We begin by estimating 
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VTAs using patient-specific computational models [13]. Next, we 
coregister the VTAs with a detailed anatomical adas [14]. Finally 
we combine VTAs fi-om multiple patients to generate a 
probabilistic stimulation atlas (PSA) of bradykinesia washout 
effects [16,17]. This approach illustrates how stimulation targets 
can be elucidated by combining outcomes from multiple patients. 

Methods 

Design and conduct of the study was approved by, and written 
informed consent obtained per the Cleveland Clinic Institutional 
Review Board. 

Patients 

14 Parkinson's patients in [12] had sufficient perioperative 
clinical data available to reconstruct electrode locations for VTA 
computations; four subjects were excluded due to: 1) operated at 
another institution 2) "frameless" stereotaxic system used (incom- 
patible with Cicerone software 3) incomplete surgical records and 
4) incomplete radiological records. All had a diagnosis of PD by a 
movement disorders neurologist, clear levodopa response, and 
were non-demented. AH had a minimum of 5 years disease 
duration and were at least 5 months post-implantation on the 
tested (dominant) side (range: 5—74 months). AU had completed 
the initial postoperative period of DBS adjustments, and the 
median time since last adjustment was 14 months. Details of 
patient characteristics and stimulator settings appear in Table 1. 
Average values were (mean ± standard deviation): Age 
6I.8±5.9 years; Disease duration 14.5±5.2 years; Unified Par- 
kinson's Disease Rating Scale (UPDRS) OFF med/OFF stim 
motor score 30.9±11.3; preoperative total daily levodopa equiv- 
alent 1096±553.9 mg; percent reduction in daily levodopa 
equivalent from pre- to post-operatively (at time of testing) 
46±34%; time since surgery 26.5 ±26.3 months. 

Experimental Procedure 

Experimental procedure was described in [12]; we summarize 
here briefly as follows: Bradykinesia measurements were made at 
2-minute intervals, and each measurement lasted 20 seconds. 
During each measurement, patients rapidly tapped the tips of the 
thumb and index finger together (UPDRS item 3.4 [17]). An 
angular velocity transducer (model G-1, NeuroKinetics, Edmon- 
ton, Alberta, Canada) was taped to the proximal index finger. As a 
measure of bradykinesia, we used total power in the angular 
velocity signal in the 1-10 Hz band (lower power = greater 
bradykinesia). 

Patients came to the lab in the OFF-medication state, 
medications withheld for an average of 12 hours (range 10-16 
hours). At the start of each experiment, DBS was ON at clinically 
optimized settings established prior to and independentiy of this 
study. Details of stimulator settings are provided in Table 2. 
Average values were (mean ± standard deviation): frequency 
147.5±24.9 Hz; Pulse width 75± 15.6 usee. Amplitude 
3.2±0.51 volts. 6 patients were stimulated in monopolar mode, 
7 patients bipolar, and one had two negative and one positive 
contact. 

For twenty minutes, bradykinesia was measured ever)' two 
minutes. Then the stimulator contralateral to the dominant hand 
was turned off, and measurc'm(;nts continued every two minutes 
for a further 50 minutes. At the conclusion of this time, the 
stimulator was turned back on, and measurements were again 
made every two minutes for a further 20 minutes. 

The following procedure was used for turning off/ on the 
stimulator: Patients were told beforehand that their stimulator 



settings would be changed at some point during the experiment, 
but the exact nature and timing of the change was obscured from 
them by having the experimenter press ineffective buttons on the 
programmer device at random while the patient performed a 
distractor task (visual choice reaction time task) for 4 minutes. 
Half-way through this procedure, the real, effective button was 
pressed which turned the stimulator off/ on. 

Curves were then fit to the bradykinesia versus time data using 
Nelder-Mead iterative minimization of summed, squared error 
[18]. An example is shown in Figure 1. The abrupt loss of 
stimulation effect appears as a discontinuity between the curve 
during the initial stimulation-on baseline interval, vs. during the 
stimulation-off interval. The further, gradual decrease from that 
time to the eventual plateau represents the slow washout of 
residual therapeutic effect. Of the total change in bradykinesia, 
from baseline to plateau, the percent which occurred abruptiy was 
measured by the ""/I) STEP" parameter. 

The curve fit to the stimulation-off interval was a first-order 
exponential function of time. We found that the curve fit to the 
stimulation-on interval could be either first-order exponential, 
first-order linear, or zeroth-order linear function of time without 
affecting the relationship between electrode location and the 
% STEP parameter. In the present paper, for the baseline interval, 
we use the zeroth-order linear function (i.e. a simple mean of 
baseline values). 

Patient-Specific VTA Models 

We generated patient-specific computational models of DBS 
with Cicerone vl.2 software, a freely available academic DBS 
research tool [19]. In the first step, preoperative MRI, CT (with 
stereotaxic frame fiducials), intraoperative microelectrode record- 
ings, postoperative CT (with electrode), and a volumetiic atias 
containing thalamus and basal ganglia are co-registered, to give an 
estimate of electrode location in relation to those structures. Image 
registration in Cicerone is performed using a pri'\ i<)usly publislu^d 
mutual-information algorithm [20] which is used extensively in 
many commercial and open-source image imaging programs. In 
this case, each patient's pre-operative MRI and post-operative CT 
were coregistered, along with registration of the patient MRI and 
the atlas MRI. Next, based on a finite-element mod(;l of the 
electrically conductive tissue surrounding the electrode, an 
estimate is computed of the electric field in spatial relation to 
the neuroanatomical structures surrounding the electrode, using 
the stimulation parameters (electrode contacts, voltage, pulse 
width, and frequency) for each patient. Finally, based on a 
multicompartment-model of excitable neuronal elements, with 
detailed simulation of ion channel dynamics using Hodgkin- 
Huxley formahsm, a volume of tissue activated (VTA) is computed 
[21], estimating the region within which stimulation produces 
action potentials (Figure 2). 

Atlas Registration 

The brain atlas used in Cicerone provides surface representa- 
tions of the thalamus and STN, but lacks representations of other 
smaller anatomical regions that were of interest for the present 
study. To address this limitation we coregistered each patient with 

a detailed anatomical atias of Mai et al [14] that delineated zona 
incerta (ZI), fields of Forel (FF) and other nearby structures. We 
extracted the following structures from each applicable page of the 
Mai et al adas [14]: thalamus, HI, H2, STN, ZI, anterior 
commissure, posterior commissure. First, distinct grayscale values 
were assigned to the nuclei in each slice using Photoshop (Adobe 
Systems Inc, USA). Then outlines of each nucleus in each slice 
were imported into Mimics (Materialise HQ, Leuven, Belgium) at 
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Table 2. Stimulation Characteristics. 



Patient 


Electrode 


Contacts 


Frequency 


Pulse width 


Voltage 


A 


3389 


l-,2-,3+ 


130 


90 


4.0 


B 


3387 


l-,3+ 


135 


90 


3.5 


C 


3389 


i-,c+ 


130 


60 


3.1 


D 


3387 


l-,3+ 


185 


90 


3.6 


E 


3387 


i-,c+ 


145 


90 


2.9 


F 


3387 


2-,C+ 


185 


90 


2.8 


G 


3389 


l-,3+ 


130 


60 


3.6 


H 


3389 


2-,C+ 


130 


60 


2.8 


1 


3389 


i-,c+ 


130 


60 


2.0 


J 


3389 


i-,c+ 


130 


60 


2.8 


K 


3389 


l-,3+ 


185 


90 


3.3 


L 


3389 


2-,3+ 


135 


60 


3.6 


M 


3389 


3-,2+ 


130 


60 


2.9 


N 


3389 


l-,3+ 


185 


90 


3.5 



Electrode Model: type of electrode Implanted (Medtronic model 3387 or 3389). Contacts: electrode contacts stimulated (0-3, and "C" for "Case"). Frequency: stimulation 
frequency, in Hz. Pulse width: stimulation pulse width setting, in microseconds. Voltage: stimulation amplitude, in volts. These values represent each patient's clinically 
optimized DBS settings which were chosen prior to, and independently of this study. 
doi:l 0.1 371 /journal.pone.0099663.t002 



relative positions determined from the slice thicknesses specified in 
the adas (e.g. see figure 3B). We then used the outlines of each 
nucleus to create a closed polygonal surface, and loaded the 
surfaces and the original atlas slices into SCIRun (SCI Institute, 
University of Utah), which also contained the original nuclei 
surfaces from Cicerone. To register the two atiases, we first 
confirmed the alignment of both groups of nuclei (x-direction = - 
medial-lateral, y-direction = anterior-posterior, z-direction = dor- 
sal-ventral), and scaled the Mai-Paxinos atlas slightly in the 
anterior-posterior direction to provide precise alignment of the 
anterior and posterior commissures. Next we used a previously- 
pubhshed [21] minimum least squares method in Matlab (Math- 
works Inc, Natick, MA) to align the STN and thalamus from the 
Mai et al and Cicerone atlases (these nuclei were chosen because 
they were common to both adases). This method allows translation 
and rotation (shear and scaling were not permitted) of one set of 
nuclei relative to another set of nuclei in order to minimize the 
total "error distance" between the pairs of thalamus and STN 
surfaces. The distance was measured from the normal vector from 
each surface point in the Cicerone atlas to the location where it 
intersected the analogous surface in the Mai-Paxinos atlas. Once 
this transformation matrix was determined, it was applied to all 
surfaces and slices from the Mai-Paxinos atlas to position them in 
the Cicerone adas space. These registration steps were necessary 
for integration of all patients' VTAs into a common atlas space 
that included ZI, FF, and STN boundaries. 

Probabilistic Stimulation Atlas (PSA) [15,16] 

Finally, we combined all 14 patients' bradykinesia wash-out 
data into the common anatomical space. This was done by 
creating a 3D lattice that was large enough to contain the VTAs 
from all patients. The lattice was constructed from 1 mm' voxels 
with overall dimensions of 30 mmx30 mmx30 mm. Each VTA 
was used to mask the voxels contained within it, and each of those 
voxels was assigned values for %STEP. From these individual 
scores, average values were computed for voxels that were 



contained within two or more VTA. This analysis was performed 
using Matiab (Mathworks Inc, Natick, MA). 

Results 

Figure 1, shows how we quantified the amount of abrupt 
decrease in stimulation effect, relative to the subsequent slow- 
decay with the %STEP parameter. Large values of %STEP 
(predominantly the fast-decaying process) occurred with laterally 
located electrodes and small values (predominantly the long-lasting 
process) with medial ones. 

Figure 2 shows VTAs for the 7 patients with highest (A,B, seen 
from two different angles) vs. 7 lowest (C,D, from the same two 
angles) values of %STEP. VTAs for patients with predominantiy 
slow-decaying effect are clustered medial to the STN, while VTAs 
for patients with predominantly fast-decaying effect are centered 
on the STN proper. Some VTAs extend dorsally into the 
thalamus, apparently following the path of paUidothalamic fibers 
located medial to STN to their thalamic terminations. On the 
other hand, this may reflect bipolar stimulation (see Table 2). 
When a patient is stimulated with a ventral cathode and a dorsal 
anode, the VTA will include activation by both contacts, and 
cannot determine whether the more dorsal contact contributes to 
that patient's %STEP value, vs. %STEP being wholly determined 
by the ventral contact, with no contribution from more dorsal 
activation in thalamus. 

Whereas the most slow-decaying VTAs were confined to a 
medial zone, the fastest-decaying VTAs included both lateral and 
medial regions. Consistent with this observation, none of the 
patients in our sample exhibited a pure fast-decaying effect 
whereas a pure slow-decaying effect was seen in some cases. That 
is, some patients in our sample had a %STEP value of 0% (zero 
percent fast, 100% slow), whereas even the most fast-decaying 
patients had a %STEP value of 85% (85% fast, 15% slow). This 
asymmetry is likely explained by the lack of far-lateraUy located 
electrodes in our sample. Far-lateraUy located electrodes activate 
corticospinal and corticobulbar fibers, causing side effects, and 
such patients were rare in our study, because we enrolled only 
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Figure 1 . Data from one patient, showing the decaying exponential fit to bradykinesia measurements after DBS was turned off, and 
the abrupt change in bradyl<inesia quantified by %STEP, followed by further slow washout of residual therapeutic effect. In this 
patient, about two-thirds of the total bradykinesia returned abruptly, while the remaining one-third washed out slowly, giving a value for %STEP of 
67%. 

doi:1 0.1 371/journal.pone.0099663.g001 



patients with good clinical response to the surgery. Therefore, in 
our sample, whenever a VTA included lateral STN, the electrode 
tended to be located in central or medial STN, with activation 
spreading to lateral STN. Since, with increasing stimulation 
amplitude, activation spreads both medially and laterally, such 
VTAs tend to encompass a large mediolateral range. In contrast, 
medial electrode placement was less constrained by side effects, 
and so our sample includes patients with relatively selective medial 
stimulation and pure slow-decaying effect. 

In order to provide a more detailed identification of stimulation 
targets we generated a PSA that averaged data across VTAs from 
all patients (Figure 2 E,F). The resulting scalar field is represented 
as a regular grid, with size and color of each grid point 
representing the average value of %STEP for all patients whose 
VTA included that point. The lowest values of %STEP (the most 
slow-decaying DBS effect) are located medial to the STN (large 
blue grid points), while higher values (more fast-decaying effect) 
occur in STN proper (small red grid points). 

Figure 3 shows the scalar field in the space of the detailed 
anatomical atlas [14]. We found that the slow-decaying region 
(lower values of %STEP: blue) is centered in the vicinity of 
posterior zona incerta and fields of Forel, extending dorsally into 



ventrolateral thalamic nucleus (VLA). In contrast, larger values of 
%STEP (red) occur in STN proper. 

Could the %STEP gradient (blue to red gradient in Figure 3) 
have arisen under the nuU hypothesis that %STEP is unrelated to 
which neuroanatomical structures are stimulated? To answer that 
question, we performed the regression analysis in Figure 4. In this 
analysis, each data point is a single grid point in Figure 2 E, F. As 
shown in Figure 4, there was a strong dependence on mediolateral 
location of stimulation (Fig. 4 A, Bonferroni-corrected p<0.001), 
and on anteroposterior location of stimulation (Fig. 4B, Bonfer- 
roni-corrected p<0.01), and no dependence on the dorsoventral 
axis (Fig. 4C, p>0.5). Thus, our observations have very low 
likelihood under the null hypothesis. A closer examination of the 
data shows that the effect is driven by mediolateral (X) location. 
This may be seen by direct comparison of Fig. 4A with Fig 4B, as 
well as by the following procedure, shown in Fig. 4 D, E: When 
variance predicted by Y is partialed out of %STEP, and the 
residual regressed on X the relationship remains clear (Fig. 4D), 
whereas, with the inverse procedure (variance predicted by X 
partialed out, and residual regressed on Y) the relationship is lost 
(Fig. 4E). 
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Figure 2. Estimated volumes of tissue activated (VTA) for the 7 patients with the most rapidly-decaying DBS effect, i.e. highest 
%STEP (mean ± sd 58±21% A, B; viewed from two different angles) and the 7 with the most slowly-decaying DBS effect, i.e. lowest 
%STEP (mean ± sd — 8±28%; C, D, from the same two angles). E-F Spatial average of data from all 14 patients. Size and color of each grid 
point represent the average value of %STEP for all patients whose VTA Included that point. 
doi:10.1371/journal.pone.0099663.g002 



This analysis significantly extends our earlier result in which 
%STEP was shown to be related to electrode contact locations 
[12]. In that analysis, contacts stimulated at low or high voltage, 
with positive or negative polarity were treated the same: no 
allowance was made for the difierence between anodal vs. 
cathodal stimulation or the differential spread of current with 
higher vs. lower amplitude stimulation. In the present analysis, 
these factors are taken into account by the VTA calculation, and 
the %STEP gradient is again seen. 

Discussion 

Clinical Implications 

A growing number of publications suggest that DBS clinical 
outcomes reflect subtie differences of targeting in and around the 
STN. The classical target is the dorsolateral-anterior STN, where 
neuronal activity is related to passive and active limb movement 
[22], and related anatomically (in animal models) to motor cortex 
[23]. However, different locations of stimulation may give 
difference in side effects [10] differential effectiveness for different 
symptoms [22,24,15], or difference in both respects [25]. The 
present study distinguishes between medial (Zona incerta/Fields of 
Forel, ZI/FF) and lateral (STN proper) targets based on rates of 
washout, but does not attempt to assess their relative clinical 
merits: we do not conclude that one target is better than the other; 
neither do we conclude that they are equally good. Other studies 
address this: Clinical [5-8] and postmortem [26,27] studies suggest 
that stimulation just outside the STN proper in ZI/FF may give 
clinical outcomes as good as or better than stimulation within the 
nucleus. One potentially useful conclusion suggested by our results 
is that intermittent stimulation may be more effective with the 
medial target. Existing DBS implantable pulse generators (IPGs) 
can be programmed to deliver stimulation alternating with 
"stimulation-oflP' periods (and the newest generation of IPGs 
approved for DBS in the United States allows this without safety 



concerns related to charge imbalance). If the "off' intervals are 
short, relative to the washout halflife, this could give similar clinical 
benefit to continuous stimulation, but with lower power consump- 
tion, prolonging battery life. Our results suggest a more medial 
target, if such a strategy is attempted. 

What does seem clear, though, is that DBS targeting has 
progressed beyond the stage of aiming for a visually conspicuous 
histological or atlas feature, and is now concerned with finding the 
best target within an anatomically complex region. The strength of 
this view derives from the variety of different techniques 
supporting it: in-vivo reconstruction of contact locations in 
comparatively large series, post-mortem histological location of 
contact locations in individual cases, and computation of volumes 
of tissue activated (VTAs). 

Potential DBS mechanisms 

Can we associate particular physiological processes with our 
fast- and slow- decaying processes? The current state of knowledge 
leaves wide scope for speculation: for example a recent review [28] 
lists 1 1 hypothetical mechanisms whereby DBS may alleviate 
symptoms, arranged according to the time scale on which their 
effects would occur. The bulk of research on Parkinson's STN 
DBS mechanisms has focused on stimulation's ability to directly 
depolarize neurons, overriding the spontaneous, pathological 
pattern of activity [29]. Such a mechanism would be expected 
to have very rapid onset/offset, on the order of milliseconds, hence 
fits well with our "fast" mechanism. According to the classical 
view, this mechanism operates orthodromicaUy, exciting action 
potentials via the glutamatergic subthalamopaUidal synapse [30], 
while, according to a novel view supported by optogenetics [31] 
see also [32] it operates antidromically exciting cortex via the 
hyperdirect pathway [23]. In either case, the effect would be 
evoked from STN proper, which is where we find our "fast" effect. 

Less research exists on possible DBS mechanisms whose 
washout might fit our "slow" process; however, Lee [33] has 
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Figure 3. A) Slices corresponding to Mai et al [15] atlas sections were taken through the 3-dimensional field representing the average value of %STEP 
over the 14 patients. B) Average value of %STEP is shown in false-color, in relation to the structures delineated in the atlas. 
doi:10.1371/journal.pone.0099663.g003 
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Figure 4. Mean %STEP vs stereotaxic coordinate in stereotaxic space. Each point is a grid point as shown in Fig. 2 E, F. Figure 4 A, B, C: 
simple regressions on X (mediolateral), Y (anteroposterior), & Z (dorsoventral) coordinate. Figure 4 D, E: residual variances. Fig. 4 D shows the effect of 
X coordinate when Y is partialed out, and Fig. 4 E shows the effect of Y when X is partialed out. Note that %STEP is related to both X and Y, however, 
the effect of X is independent of Y, whereas the converse is not true. 
doi:1 0.1 371/journal.pone.0099663.g004 
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proposed extracellular neurotransmitter accumulation as a DBS 
mechanism, and this appears [34] to exhibit washout on the 
correct time scale for our slow process. Our slow process originates 
from a zone in the vicinity of posteroventral ZI, HI, and H2. 
Forel's fields HI and H2 are fiber tracts, carrying pallidal efFerents; 
in contrast, ZI is a nucleus with wide projections, including to 
thalamus, substantia nigra, and spinal cord [35]. Since direct 
stimulation of GPi improves PD symptoms [36], Parent & Parent 
[37] have suggested that stimulation of paUido thalamic fibers in 
the fields of Forel may have a similar therapeutic effect; this may 
explain why the zone of long-lasting DBS effects extends into 
ventrolateral thalamus where paUidothalamic fibers terminate. 
Hypothetically, extracellular neurotransmitter accumulation and 
reuptake at paUidothalamic synapses, incerto-thalamic synapses, or 
in ZI proper might produce the slow-washout effect, but available 
data do not allow us to do more than speculate. 

Limitations 

Our findings must be interpreted in the context of known 
limitations in our approach. First, no perfect or universally- 
accepted method exists for determination of electrode locations. 
We used Cicerone software [19] to define the electrode location 
relative to the individual patient anatomy. This particular 
technique has proven to be effective in numerous previous studies 
e.g. [10,12,37-40], nonetheless uncertainty is associated with each 
patient. These types of errors or uncertainty exist for all forms of 
DBS electrode location estimation in human brains [41,42]. 
However, a new addition from this study was the integration of the 
Mai et al. atias within the context of Cicerone. This allowed us to 
visualize additional anatomical structures, but required an 
additional registration step which introduced an additional degree 
of error into our analysis. Direct quantification of this error is 
impossible, because no ground truth point exists for the dataset; 

References 

1. Deuschl G, Schadc-Brittingcr C, Krack P, VolkmannJ, Schafer H, et al. (2006) 
A randomized trial of deep-brain stimulation for Parkinson's disease. New 
England Journal of Medicine .35,')(9): 896-908. 

2. Ostrcm JL, Racine CA, Glass GA, Grace JK, Volz MM, et al. (2011) 
Subthalamic nucleus deep brain stimulation in primary cervical dystonia. 
Neurology 76(10): 870-878. 

3. Lind G, Schechtmann G, Lind C, Winter J, .Mcyerson BA, et al. (2008) 
Subthalamic stimulation for essential tremor. .Short- and long-term results and 
eriueal target area. Stereotact Funet Neurosurg 86(4): 253-258. 

4. Mallet L, Polosan M, Jaafari N, Baup N, Welter ML, et al. (2008) Subdialamic 
nucleus stimulation in severe obsessive-compulsive disorder. New England 
Journal of Medicine 359(20); 2121-2134. 

5. Voges J, Volkman J, Allert N, Lehrke R, Koulousakis A, et al. (2002) Bilateral 
high-frequency stimulation in the subthalamic nucleus for the tieatment of 
Parkinson disease: correlation of therapeutic elfect with anatomical electrode 
position. Journal of Neurosurgery 96(2): 269—279. 

6. Hamel W, Fietzek U, Morsnowski A, Schrader B, VVeinert D, et al. (2003) 
Subthalamic nucleus stimulation in Parkinson's disease: correlation of active 
electrode contacts with intraoperative microrecordings. Stereotactic and 
Functional Neurosurgery 80(1^): 37^2. 

7. Godinho F, Thobois S, Magnin M, Guenot M, Polo G, et al. (2006) Subthalamic 
nucleus stimulation in Parkinson's disease: anatomical and electiophysiological 
localization of active contacts. Journal of Neurology 253(10): 1347-1355. 

8. Plaha P, Bcn-Shlomo Y, Patcl NK, Gill SS (2006) Stimulation of the caudal zona 
incerta is superior to stimulation of the subthalamic nucleus in improving 
contralateral parkinsonism. Brain 129(Pt 7): 1732-1747. 

9. Anheim M, Batir A, Fraix V, Silem M, Chabardes S, et al. (2008) Improvement 
in Parkinson disease by subthalamic nucleus stimulation based on electrode 
placement; effcets of reimplantation. Archives of Neurology 65(5); 612-616. 

10. Frankemolle AM, Wu J, Noecker AM, Voelcker-Rehagc C, HoJC, et al. 2010 
Reversing cognitive-motor impairments in Parkinson's disease patients using a 
computational modelling approach to deep brain stimulation programming. 
Brain 133(Pt 3); 746-761. 

11. McNeely ME, Hershey T, Campbell MC, Tabbal SD, Karimi M, et al. (201 1) 
Effects of deep brain stimulation of dorsal versus ventral subthalamic nucleus 
regions on gait and balance in Parkinson's disease. J Neurol Neurosurg 
Psychiatiy 82(1 1); 1250-1255. 



however, we did attempt to minimize the error by using a least 
squares optimization algorithm to fit the Mai et al. atias to each 
patient's Cicerone model.[10,12,38-40]. 

Second, since VTAs cannot be imaged directly, estimation of 
VTAs requires computational models, which introduce uncertain- 
ty. The methods we used to generate VTAs have been tested in 
prior studies [21]. Finally, we have attempted to locate our 
estimated VTAs in relation to anatomical structures which are 
quite small, and whose spatial relationship to each other is 
complex. We chose the atlas of Mai et al because it pro\ ides a high 
level of detail for the fields of Forel and zona inc<;rta, and 
coregistered VTAs to that atias using common landmarks 
(thalamus and STN). Nonetheless, this procedure must be 
regarded as approximate at best. The complex interdigitation of 
ZI, HI, and H2 in the slow-decaying target zone makes it unlikely 
that VTA studies alone can tell us which of them is responsible for 
therapeutic DBS effects evoked from that region, although, in 
future fiber tract activation modeling [40] may offer a way to 
disentangle them. 

Acknowledgments 

Portions of the analysis were performed using SCIRuii, an open-source 
problem solving environment that w-as developed through grants from the 
National Center for Research Resources (,'5P40R012553-15) and the 
National Institute of General Medical Sciences (8 P41 GM 103545- 15) from 
the National Institutes of Health. 

Author Contributions 

Conceived and designed the experiments: SC. Performed the experiments: 
SC. Analyzed the data: SC KD AN CM CB. Wrote the paper: SC KD CB. 
Edited the manuscript: SC KD AN GM AM CB. Interpreted the data: SG 
KD AM GB. 



12. Cooper SE, Noecker AM, Abboud H, VitekJL, Mclntyre CC (201 1) Retiim of 
bradykinesia after subthalamic stimulation ceases; relationship to electiode 
location. Exp Neurol 231(2): 207-213. 

13. Mclntyre CC, Mori S, Sherman DL, I'hakor NV, VitekJL (2004) Electric Held 
and stimulating inllucncc generated by deep brain stimulation of the 
subthalamic nucleus. Clin Neurophysiol 115(3): 589 5'iri. 

14. MaiJK, AsshcuerJ, Paxinos (j (2007) Atlas of the Human Brain. San Diego: 
Academic Press. 

15. Butson CR, Cooper SE, Henderson JM, Wolgamuth B, Mclntyre CC (2011) 
Probabilistic analysis of activation volumes generated during deep brain 
stimulation. Neuroimage 54(3); 2096-2104. 

16. Nowinski WL, Belov D, Pollak P, Benabid AL (2005) Statistical analysis of 168 
bilateral subthalamic nucleus implantations by means of the probabilistic 
functional atias. Neurosurgery 57(4 Suppl): 319-30; 

17. Goetz CG, TiUcy BC;, Shaftman SR, Stebbins GT, Fahn S, et al. (2008) 
Movement Disorder Society-sponsored revision of the Unified Parkinson's 
Disease Rating .Scale (MDS-UPDRS): scale presentation and clinimetiic testing 
results. Movement Disorders 23(15): 2129-2170. 

18. Jones E, Oliphant T, Peterson P (2001) SciPy; Open Source Scientific Tools for 
Python. 

19. Miocinovic S, Noecker AM, Maks GB, Butson CR, Mclntyre CC (2007) 
Cicerone; stereotactic neurophysiological recording and deep brain stimulation 

electrode placement software system. Acta Neurochir Suppl 97(Pt 2); 561—567. 

20. Viola P Wells WMl (1997) Alignment by maximization of mutual information. 
International Journal of Computer Vision 24: 137-154. 

21. Butson CR, Cooper SE, Henderson JM, Mclntyre CC (2007; Palienl-spcriiic 
analysis of the volume of tissue activated during deep brain stimulation. 
Neuroimage, 34(2), 661-70. 

22. Saint-Cyr JA, Hoque T, Pereira EC, Dostrovsky JO, Hutchison WD, et al. 
(2002) Localization of clinically effective stimulating electrodes in the human 
subthalamic nucleus on magnetic resonance imaging. Journal of Neurosurgery 
97(5); 1152-1166. 

23. Nambu A, Tokuno H, Takada M (2002) Functional significance of the cortico- 

subthalamo-pallidal' 'hypcrdircet' pathway. Neuroscience Research 43(2): 1 1 1— 
117. 

24. Milliard JD, Frysinger RC, Ehas VVJ (2011) Effective subthalamic nucleus deep 
brain stimulation sites may differ for tremor, bradykinesia and gait disturbances 



PLCS ONE I www.plosone.org 



9 



August 2014 I Volume 9 | Issue 8 | e99663 



Subthalamic Deep Brain Stimulation Targets 



in Parkinson's disease Stereotactic and Functional Neurosurgery, 89(6): 357- 

364. 

25. Plalia P, Khan S, Gill SS (2008) Bilateral stimulation of the caudal zona incerta 
nucleus for tremor control. J Neurol Neurosurg Psychiatry 79(5): 504—513. 

26. Henderson JM, PeU M, O'Sullivan DJ, McCusker EA, Fung VS, et al. (2002) 
Postmortem analysis of bilateral subthalamic electrode implants in Parkinson's 

disease. Mov Disord 17(1): 133-137. 

27. Guchl D, Vital A, Cim>' E, Spampinato U. R(Mi,^ier A, rl al. (2008) Poslmortcm 
proof of effectiveness of zona incerta stimitlation in Parkinson disease. Neurology 
70(16 Pt 2): 1489-1490. 

28. Lozano AJVI, Lipsman N (2013) Probing and regulating dysfunctional circuits 
using deep brain stimulation. Neuron 77: 406-424. 

29. Jenkinson N, Brown P (2011) New insights into the relationship between 
dopamine, beta oscillations, and motor function. Trends in Neuroscienees 
34(12): 611-618. 

30. Hashimoto T, Elder CM, Okun MS, Patrick SK, VitekJL (2003) Stimulation of 
the subthalamic nucleus changes the firing pattern of pallidal neurons. Journal of 
Ncuroscicncc 23(5): 1916-1923. 

31. Gradinaru V, Mogri M, Thompson KR, Henderson JM, Dcisseroth K (2009) 
Optical deconstruction of parkinsonian neural circuitry. Science 324: 354—359. 

32. Li Ke Y, Chan DCW, Qian Z-M, Yung KKL, et al. (20 1 2) Therapeutic deep 
brain stimulation in parkinsonian rats directiy influences motor cortex. Neuron 
76: 1030-1041. 

33. Lee KH, Chang S-Y, Jang D-P, Kim I, Goerss S, et al. (2011) Emerging 
techniques for elucidating mechanism of action of deep brain stimulation. 33"^*^ 
annual International Conference of the IEEE EMBS. 2011: 677-680. 

34. Lee KH, Kristic K, van Hoff R, HitU FL, Blaha G, et al. (2007) High-frequency 
stimulation of the subthalamic nucleus increases glutEimate in the subthalEtmic 



nucleus ol rats as demonstrated by in vivo enzyme-linked glutamate sensor. 
Brain Research 1162: 121-129. 

35. Mitrofanis J (2005) Some certainty for the "zone of uncertainty"? Exploring the 
function of the zona incerta. Neuroscience 130(1): 1-15. 

36. Follett KA, Weaver FM, Stem M, Hur K, Harris CL, et al. (2010) Pallidal versus 
subthalEunic deep-brain stimulation for Parkinson's disease. New England 
Journal of Medicine 362(22): 2077-2091. 

37. Parent M, Parent A (2004) The paUidofugal motor fiber system in primates. 
Parkinsonism Relat Disord 10(4): 203-211. 

38. Mikos A, Bowers D, Noecker AM, Mclntyre CC, Won M, et al. (201 1) Patient- 
specific analysis of the relationship between the volume of tissue activated during 
DBS and verbal fluency. Neuroimage 54 Suppl 1 (S238-46). 

39. ZhangJ, Wang Zl, Baker KB, VitekJL (2012) Effect of globus pallidus mtcrnus 
stimulation on neuronal activity in the peduneuloponline tegmental nucleus in 
the primate model of Parkinson's disease. Exp Neurol 233(1): 575—580. 

40. Lujan JL, CJhaturvedi A, Malone DA, Rezai AR, Machado AG, et al. (2012) 
Axonal pathways linked to therapeutic and nontherapeutic outcomes during 
psychiatric deep brain stimulation. Human Brain Mapping 33(4): 958-968. 

41. Bardinet E, Bhattacharjee M, Domiont D, Pidoux B, Malandain G, et al. (2009) 
A three-dimensional histological adas of the human basal ganglia. II. Atlas 
deformation strategy and evaluation in deep brain stimulation for Parkinson 
disease. J Neurosurg 110(2): 208-219. 

42. Videen TO, Campbell MC, Tabbal SD, Karimi M, ller.shcy T, et al. (2008) 
Validation of a fiducial-based atlas locaUzation method for deep brain 
stimulation contacts in the area of the subthalamic nucleus. J Neurosci Methods 

168(2): 275-281. 



PLOS ONE I www.plosone.org 



10 



August 2014 I Volume 9 | Issue 8 | e99663 



